A Digital IVIultimeter 
Using the ADD3501 



INTRODUCTION 

National Semiconductor's ADD3501 is a monolithic CMOS 
IC designed for use as a 3 Vz-digit digital voltmeter. The IC 
makes use of a pulse-modulation analog-to-digital conver- 
sion scheme that operates from a 2V reference voltage, 
functions with inputs between OV and ± 1 .999V and oper- 
ates from a single supply. 

The conversion rate Is set by an external resistor/capacitor 
combination, which controls the frequency of an on-chip os- 
cillator. The ADD3501 directly drives 7-segment multiplexed 
LED displays, aided only by segment resistors and external 
digit buffers. The ADD3501 blanks the most significant digit 
whenever the MSD is zero; and, during overrange condi- 
tions, the display will read either -l-OFL or -OFL (depend- 
ing on the polarity of the input.) 

These characteristics make the ADD3501 suitable for use in 
low-cost instrumentation. An example of such use is the 
Inexpensive, accurate, digital multimeter (DMM) presented 
here — an Instrument that measures AC and DC voltages 
and currents, and resistance. 

CIRCUIT DESCRIPTION 

Figure 1 shows the circuit diagram of the ADD3501 -based 
DMM, and Table I summarizes Its measurement capabilities. 
Since the accuracy of the ADD3501 is ±0.05%, the DMM's 
performance is mainly determined by the choice of discrete 
components. 

Supporting the ADD3501 is a DS75492 digit driver, an 
NSB5388 LED display, and an LM340 regulator for the Vcc 
supply. A 2V reference voltage — derived from the LM336 
reference-diode circuitry — permits the 3 Va-dlgit system a 1 
mV/LSD resolution (I.e., the ADD3501's full-scale count of 
1999 or 1999 mV). 

DC Voltage Measurement. The DMM's user places the 
( + ) and (— ) probes across the voltage to be measured, and 
sets the voltage range switch as necessary. This switch 
scales the input voltage, dividing it down so that the maxi- 
mum voltage across the ADD3501's V||\| and Vin — pins is 
limited to 2V full-scale on each input range. The ADD3501 
performs an A/D conversion, and displays the value of the 
DMM's Input voltage. The instrument's input impedance is 
at least 10 Mfl on all DC voltage ranges. Except for the 2V 
range, the DMM's survival voltage — the maximum safe DC 
Input — Is in excess of 1 kV. On the 2V range, the maximum 
allowable input is 700V. 

AC Voltage Measurement. Switching the DMM to its AC 
VOLTS mode brings the circuit of Figure 2 Into function. 
This circuit operates as an averaging filter to generate a DC 
output proportional to the value of the rectified AC Input; this 
value. In turn, is "tapped down" by R5 to a level equivalent 
to the Input's rms value, which is the value displayed by the 
DMM. 
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Op amp A3 Is simply a voltage follower that lowers the in- 
put-attenuator's source Impedance to a value suitable to 
drive into A4. This Impedance conversion helps eliminate 
some of the possible offset-voltage problems (the A4 input- 
offset-current source impedance IR drop, for example) and 
noise susceptibility problems as well. CI blocks the DC off- 
set voltage generated by A3. 

A4 and A5 comprise the actual AC-to-DC converter; to see 
how it works refer again to Figure 2, and consider first its 
operation on the negative portion of an AC input signal. At 
the output of A4 are 2 diodes, D1 and D2, which act as 
switches. For a negative input to A4's inverting input, D1 
turns on and clamps A4's output to 0.7V, while D2 opens, 
disconnecting A4's output from A5's summing point (the In- 
verting Input). A5 now operates as a simple inverter: R2 Is 
its input resistor, R5 its feedback resistor, and Its output is 
positive. 

Now consider what happens during the positive portion of 
an AC input. A4's output swings negative, opening D1 and 
closing D2, and the op amp operates as an Inverting unity- 
gain amplifier. Its input resistor Is R1 , Its feedback resistor is 
R3, and its output now connects to A5's summing point 
through R4. D2 does not affect A4's accuracy because the 
diode Is inside the feedback loop. 

A positive input to A4 causes it to pull a current from A5's 
summing point through R4 and D2; the positive input also 
causes a current to be supplied to the A5 summing point 
through R2. Because A4 Is a unity-gain inverter, the voltage 
drops across R2 and R4 are equal, but opposite in sign. 
Since the value of R2 is double that of R4, the net input 
current at A5's summing point is equal to, but opposite, the 
current through R2. A5 now operates as a summing invert- 
er, and yields — again — a positive output. (R6 functions sim- 
ply to reduce output errors due to input offset currents.) 
Thus, the positive and negative portions of the DMM's AC 
voltage input both yield positive DC outputs from A5. With 
C2 connected across R5 as shown, the circuit becomes an 
averaging filter. As already mentioned, the tap on R5 Is set 
so that the circuit's DC output is equivalent to the rms value 
of the DMM's AC voltage Input, which Is the value converted 
and displayed by the ADD3501 

DC Current Measurement. To make a DC current mea- 
surement, the user inserts the DMM's probes In series with 
the circuit current to be measured and selects a suitable 
scale. On any scale range, the DMM loads the measured 
circuit with a 2V drop for a full-scale input.* The ADD3501 
simply converts and displays the voltage drop developed 
across the DMM's current-sensing resistor. 
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*This drop may be reduced to 200 mV; refer to the last section of tfiis 
application note. 
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AC Current Measurement. AC current measurements are 
made in a way similar to DC current measurements. The 
DMM is switched to its AMPS and AC settings. The in-circuit 
current is again measured by a drop across the DMM's cur- 
rent-sensing resistor, but now the AC voltage developed 
across this resistor is processed by A3, A4, and A5 — exactly 
as described for AC voltage measurements — before being 
transferred to the ADD3501. Again, the DMM displays an 
rms value appropriate for the AC signal current being mea- 
sured. 

Resistance Measurement. This DMM measures resistance 
in the same way as do most multimeter: it measures the 
voltage drop developed across the unknown resistance by 
forcing a known, constant-current through it. Suitable scale 
calibration translates the voltage drop to a resistance value. 
The resistance measurement requires the generation of a 
constant-current source that is independent of changes in 
Vcc, using the 2V, ground-referred reference voltage. The 
circuit of Figure 3 accomplishes this. 
In Figure 3, A1 establishes a constant-current sink by forc- 
ing node A to Vrep, the voltage level at A1 's non-inverting 
input. With node A held constant at Vref (2.000V), current 
through R2 is also fixed — since Q1 's collector current is de- 
termined by the alg product — thus establishing V1 as 

V1=Vcc-a(VREF/R1)R2 (1) 



Note that Vr^p is derived from the LM336 — a precision volt- 
age source. Equation (1) shows, then, that (all else remain- 
ing constant) V1 varies directly with changes in VccI i.e., V1 
tracks Vcc. The A1/Q1 pair thus establishes a voltage 
across R2 that floats, independent of changes in the 
ground-referenced potentials (Vcc aid Vrep) that define it. 
Now look at the A2/Q2 circuitry. The closed-loop operation 
of A2 tries to maintain a zero differential voltage between its 
input terminals. A2's non-inverting input is held at V1; thus, 
A2's inverting input is driven to V1. The current through Rl 
(Q2's emitter current) is therefore (Vcc-V1)Rl. Since V1 
tracks Vcc, then (Vcc-V1) - the voltage drop across Rl — 
is constant, thus producing IsoURCE (Figure 3) — the con- 
stant source current needed for the resistance measure- 
ment. 

Note, that varying Rx will not affect IsoURCE so long as the 
voltage drop across Rx is less than (V1 - Vbp2)- Should Vrx 
exceed (V1 -Vbe2), Q2 would saturate, invalidating the 
measurement. The ADD3501 eliminates this worry, howev- 
er, because as soon as the drop across Rx equals or ex- 
ceeds the 2V full-scale input voltage the ADD3501 will dis- 
play an OFL condition. 

Finally, SW1 [Figure 3) is required as part of the VOLTS/ 
AMPS/OHMS mode selection circuitry; in the VOLTS/ 
AMPS position it prevents Q2's base-emitter junction pulling 
the V- supply to ground through A2. 



TABLE I. DMM PERFORMANCE 



Measurement 
Mode 


Range 


Frequency 
Response 


Accuracy 


Overrange 
Display 


0.2 


2 


2 


200 


2000 


DC Volts 


— 


V 


V 


V 


V 


— 


< 1 % F.S. 


+ OFLO 


AC Volts 


— 


Vrms 


Vrms 


Vrms 


Vrms 


40 Hz to 5 kHz 


< 1 % F.S. 


+ OFLO 


DC Amps 


mA 


mA 


mA 


mA 


mA 




< 1 % F.S. 


+ OFLO 


AC Amps 


mARMS 


mARMS 


mARMS 


mARMS 


mARMS 


40 Hz to 5 kHz 


< 1 % F.S. 


+ OFLO 


Ohms 


kil 


kil 


kil 


kil 


kil 


— 


< 1 % F.S. 


+ OFLO 
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FIGURE 2. AC/DC Converter 




(RESISTANCE 
RANGE SELECT) 



'source 



VOLTS/AMPS 

SWl 
A2 _>-©■ 
+ ,^ OHMS 



S/AMPS V / \ ^ 



, V|N+ 
(ADD35G1) 




RESISTANCE 
FX-^ TO BE 

MEASURED 



TL/H/5617-3 



FIGURE 3. Constant-Current Source 



CALIBRATION 

Calibrate the DMM according to the foilowing sequence of 
operations: 

1. Adjust P1 until the cathode voltage of 
the reference diode, LM336, equals 
2.49V. This reduces the diode's tem- 
perature coefficient to its minimum val- 
ue. 
DC Volts 2V 2. Short the ( + ) and (-) probe inputs of 
Range the ADD3501 and adjust P2 until the 

display reads 0000. 
DC Volts 2V 3. Apply 1.995 volts across the ( + ) and 
Range (— ) probe inputs and adjust P3 until 

the display reads 1 .995. 
Ohms 2 Mfl 4. Select a precision resistor with a value 
Range near full-scale or the 2 Mfl range, and 

adjust P4 until the appropriate value is 
displayed. 
AC Volts 2V 5. Apply a known 1 .995Vrms sinewave 
Range signal to the DMM and adjust P5 until 

the display reads the same. 

PC BOARD LAYOUT 

It is imperative to have only one, single-point, analog signal 
ground connection for the entire system. In a multi-ground 
layout, the presence of ground-loop resistances will cause 
the op amps' offset currents and AC response to have a 
devastating effect on system gain, linearity, and display LSD 
flicker. Similar precautions must also be taken in the layout 
of the analog and high-switching-current (digital) paths of 
the ADD3501. 

A FINAL NOTE 

The digital multimeter described in this note was developed 
with the goals of accuracy and low cost. For the high-end 
DMM market segments, however, improvements to the 



basic circuit of Figure 1 are possible in the following areas: 

1 . Expand the VOLTS mode to include a 200 mV full-scale 
range; 

2. Decrease the full-scale current-measurement loading 
voltage from 2V to 200 mV; and, 

3. Provide a true-rms measurement capability. 

4. Increase resolution by substituting the ADD3701 — 3 3/,- 
digit DVM chip — which is interchangeable and provides a 
maximum display count of 3.999. 

The first 2 improvements involve a dividing down of the 
ADD3501 feedback loop by a ratio of 10:1, which reduces 
the 2V full-scale input requirement to 200 mV. This not only 
allows a 200 mV signal between the ADD350rs V|n+ and 
V||\l_ inputs to display a full-scale reading, but implies that 
the maximum voltage dropped across the current-measur- 
ing-mode resistance also will be 200 mV. Note, though, that 
the values of the current-measurement resistors must be 
scaled down by a factor of ten. 

Additionally, a 200 mV full-scale input implies a resolution of 
100 jaV/LSD. At such low input levels, the DMM may re- 
quire some clever circuitry to eliminate the gain and linearity 
distortions that can arise from the offset currents in the AC- 
to-DC converter. 

The third possible improvement — the reading of true-rms 
values — can be implemented by replacing the AC-to-DC 
converter of Figure 2 with National's LH0091 , a true-rms-to- 
DC converter, and appropriate interface circuitry. 

REFERENCES: 

1. ADD3501 Data Sheet. 4. Application Note AN-20. 

2. LH0091 Data Sheet. 5. ADD3701 Data Sheet. 

3. LM336 Data Sheet. 
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LIFE SUPPORT POLICY 



NATIONAL'S PRODUCTS ARE NOT AUTHORIZED FOR USE AS CRITICAL COMPONENTS IN LIFE SUPPORT 
DEVICES OR SYSTEMS WITHOUT THE EXPRESS WRITTEN APPROVAL OF THE PRESIDENT OF NATIONAL 
SEMICONDUCTOR CORPORATION. As used herein; 

1. Life support devices or systems are devices or 2. A critical component is any component of a life 



systems which, (a) are intended for surgical implant 
into the body, or (b) support or sustain life, and whose 
failure to perform, when properly used in accordance 
with instructions for use provided in the labeling, can 
be reasonably expected to result in a significant injury 
to the user. 



support device or system whose failure to perform can 
be reasonably expected to cause the failure of the life 
support device or system, or to affect its safety or 
effectiveness. 



CM 

O 
CM 



t>f 



National Semiconductor 
Corporation 

1111 West Bardin Road 
Arlington, TX 76017 
Tel; 1(800) 272-9959 
Fax; 1(800) 737-7018 



National Semiconductor 
Europe 

Fax: ( + 49) 0-180-530 85 86 

Email: cnjwge@tevm2.nsc.com 

Deutsch Tel: ( + 49) 0-180-530 85 85 

English Tel: (+49) 0-180-532 78 32 

Frangais Tel: ( + 49) 0-180-532 93 58 

Italiano Tel: (+49) 0-180-534 16 80 



National Semiconductor 
Hong Kong Ltd. 

13th Floor, Straight Block, 
Ocean Centre, 5 Canton Rd. 
Tsimshatsui, Kowloon 
Hong Kong 
Tel; (852)2737-1600 
Fax; {852) 2736-9960 



National Semiconductor 
Japan Ltd. 

Tel; 81-043-299-2309 
Fax; 81-043-299-2408 



National does not assume any responsibility for use of any circuitry described, no circuit patent licenses are implied and National reserves the right at any time without notice to change said circuitry and specifications. 



